A simplified 461-nm laser system using blue laser diodes and a hollow cathode lamp 

for laser cooling of Sr 
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We develop a simplified light source at 461 nm for laser cooling of Sr without frequency-doubhng 
crystals but with bhie laser diodes. An anti-refiection coated blue laser diode in an external cavity 
(Littrow) configuration provides an output power of 40 mW at 461 nm. Another blue laser diode 
is used to amplify the laser power up to 110 mW by injection locking. For frequency stabilization, 
we demonstrate modulation-free polarization spectroscopy of Sr in a hollow cathode lamp. The 
simplification of the laser system achieved in this work is of great importance for the construction 
of transportable optical lattice clocks. 



I. INTRODUCTION 

The range of applications with laser-cooled strontium 
has tremendously expanded during the past decade. The 
Sr optical lattice clock where an extremely narrow 
(~mHz) intercombination line is used as a clock transi- 
tion, is now regarded as a candidate for the future redef- 
inition of the second. The techniques to create quantum 
degenerate samples of Sr have established for all the sta- 
ble isotopes (*4Sr ^eSr Q, ^^Sr [|, and ^SSr d). 
Recently, the creation of ultracold Sr2 molecules in the 
electronic ground state was realized 7]- Precise mea- 
surement of gravity using Bloch oscillations of Sr atoms 
in an optical lattice [8] benefited from the very small s- 
wave scattering length of ^^Sr 9], which is ideal for atom 
optics experiments. 

So far, 461-nm light for laser cooling of Sr on the 
{bs^YSo -> {bsbp)^Pi transition has been produced by 
second-harmonic generation (SHG) using doubling crys- 
tals such as KNbOg ^10,], BIBO pjj], and PPKTP 
Single-pass PPLN waveguides, which deliver about 80 
mW of 461-nm light with a fundamental power of 250 
mW, have also been developed '13]. 

Recently, blue laser diodes operating in the range of 
450^460 nm are commercially available. In this paper we 
report the construction of a simple 461 nm light source 
based on blue laser diodes. We demonstrate that a blue 
laser diode can, with the help of injection locking, de- 
liver up to 110 mW of 461 nm light, which is sufficient 
for Zeeman slowing and magneto-optical trapping of Sr 
For spectroscopy of Sr we adopt a hollow cathode 
lamp, which provides a Sr vapor with sufficiently large 
optical density. We demonstrate, for the first time to 
our best knowledge, polarization spectroscopy of Sr in a 
hollow cathode lamp as a modulation-free and hence in- 
expensive way of frequency stabilization. The obtained 
dispersion (error) signal, contrary to that obtained by 
a standard wavelength-modulation technique, possesses 
a long tail, which is advantageous for robust frequency 
locking. The simplification of the laser system at 461 nm 
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achieved in this work would facilitate the Sr laser cooling 
experiments and is of crucial importance especially for 
the construction of transportable optical lattice clocks. 



II. EXTERNAL CAVITY LASER DIODE AT 461 

NM 

For laser cooling experiments, external cavity laser 
diodes (ECLDs) have widely been used since they pro- 
vide improved frequency tunability and reduced intrinsic 
linewidths fll'l. Figure [Ha) shows a schematic of the 
ECLD we constructed using a blue laser diode (LD) with 
a peak wavelength of 457 nm (test sample from Nichia 
Corporation) . The blue LD is anti-reflection (AR) coated 
and set in a Littrow configuration using a coUimation lens 
with a focal length of 4.0 mm (Thorlabs C671TME-A) 
and a holographic grating of 2400 grooves/mm (Thorlabs 
GH13-24V). The polarization of the light from the LD is 
parallel to the grooves of the grating and the diffraction 
efficiencies of the 0th order (output coupling) and the 
1st order (optical feedback) are 38% and 46%, respec- 
tively [16]. The coUimated laser beam has a diameter of 
about 2 mm (1 mm) in the horizontal (vertical) direc- 
tion, and the grating resolution is AA = X/N ^ 0.08 nm, 
where TV 6000 is the number of grooves illuminated 
by the laser beam. The alignment of the grating is ac- 
complished by a commercial mirror mount, which is fixed 
to the laser mount through four stainless steel rods (not 
shown in the figure). A piezoelectric transducer (PZT) is 
sandwiched between the front plate of the mirror mount 
and the screw which is used for coarse wavelength tun- 
ing. An anamorphic prism transforms the elliptical beam 
from the LD into a nearly circular beam. 

The power and wavelength characteristics of the ECLD 
tuned around the Sr (5s^)^S'o — (5s5p)^Pi transition 
(460.862 nm) at a temperature of 25 °C are shown in 
FigUJa) and (b), respectively. The threshold current is 
43 niA and the output power reaches 40 mW at 100 mA 
diode current. Without grating feedback we observed no 
lasing with currents up to 140 mA. We checked with a 
Fabre-Perot resonator that the ECLD operates in single 
mode except in the vicinity of mode hopping. As ex- 
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FIG. 1. (a) Schematic of the external cavity laser diode using a blue laser diode, (b) Power and (c) wavelength characteristics 
of the external cavity laser diode tuned around 460.862 nm at 25 °C 



pected the range of the lasing wavelength (~0.05 nm) is 
limited to within the grating resolution of 0.08 nm. 

The dependence of the laser wavelength on the diode 
current is explained as follows. The increase in the diode 
current generally increases the refractive index of the 
diode chip and hence increases the optical length of the 
internal (diode-chip) cavity. If we assume that the in- 
crease AL of the optical length is proportional to the 
diode current J (i.e., AL = a/, where a is a constant), 
the frequency shift of the cavity modes is given by 

AL 

^v^-v—^-fil, (1) 

where v is the laser frequency, L is the length of the in- 
ternal or external cavity, and /3 = vajL represents the 
ratio of the mode frequency shift to the diode current. 
In the case of our ECLD, the optical length of the ex- 
ternal cavity (~20 mm) is about seven times longer than 
that of the internal cavity (^2.8 mm). Therefore, /3 for 
the internal cavity is about seven times larger than that 
for the external cavity. Even thought the laser diode is 
AR coated, the mode selection due to the internal cavity 
still works and determines in which external cavity mode 
the ECLD operates. As a result, mode hops occur be- 
tween adjacent external cavity modes separated by the 
free spectral range (FSR) of 0.005 nm (7 GHz) when we 
sweep the diode current. The large mode hops at 66 mA 
and 90 mA, where kinks in the output power are seen, are 
the mode hops between external cavity modes separated 
by 0.04 nm (50 GHz), which is the FSR of the internal 
cavity. The values of /3 obtained from Figlljc) and a sep- 
arate measurement using a Fabre-Perot resonator are 3 
GHz/mA and 0.4 GHz/mA for the internal and external 
cavity, respectively. 

Frequency scanning of the ECLD is accomplished by 
applying a ramp voltage to the PZT. The mode-hop-free 
scanning range (MHFSR) was measured to be about 8 
GHz, which is close to the FSR of the external cavity. 
Much larger MHFSRs would be achieved if we simulta- 
neously sweep the diode current such that the shift of 



the internal cavity modes coincides with the shift of the 
external cavity modes. We did, however, no such current 
sweep in the experiments described below because a 8- 
GHz MHFSR is large enough compared with the Doppler 
width (-2 GHz) and the isotope shifts (-270.8 MHz for 
s^Sr and -124.5 MHz for ^eSr with respect to ^^^Sr) of the 
^5*0 — transition. 



III. POWER AMPLIFICATION BY INJECTION 
LOCKING 

The output power of the ECLD is not sufficient for 
laser cooling of Sr as it is, so we employ the injection 
locking techniqu e IItI using another AR-coated blue LD 
as a slave laser [1^. As shown in Figl^Ha), part of the 
light from the ECLD is injected into the slave laser by 
using a polarizing beam splitter, a Faraday rotator, and 
a halfwave plate. An anamorphic prism is placed in front 
of the slave laser for mode matching. 

The output power of the slave laser as a function of the 
slave laser current is shown in Figj^Jb) for 20 mW injec- 
tion power. The output power reaches 100 mW at around 
140 mA slave laser current. Above the slave laser current 
of 40 mA, the output power oscillates as a function of 
the injected power. Despite this oscillatory behavior the 
slave laser frequency is always locked to the master laser 
regardless of the slave laser current (we checked this not 
only by monitoring the spectrum of the slave laser light 
using a Fabre-Perot resonator but also by observing the 
absorption spectra of Sr, as described below, both with 
the master laser and with the slave laser). This means 
that the slave laser acts rather as a master-oscillator 
power amplifier (MOPA) like a tapered amplifier [T£|. 
The period of the oscillation in the output power seen in 
FigHIb) is about 20 mA, which corresponds to the shift 
of the internal cavity modes by one FSR (50 GHz). This 
indicates that the efficiency of the power amplification 
is maximized when one of the frequencies of the internal 
cavity modes matches the frequency of the master laser. 
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FIG. 2. (a) Setup for injection locking of the slave laser diode. PBS, polarizing beam splitter; A/2, halfwave plate. 
(b)Dependence of the slave laser power on the laser current for 20 mW injection power. (c)Dependence of the slave laser 
power on the injected (master) laser power for 140 mA slave laser current. 



Figure Wl,c) shows the dependence of the slave laser 
power on the injected laser power for a slave laser current 
of 140 mA. Actually, the slave laser current was slightly 
adjusted around 140 mA for each injection power such 
that the output power was maximized. This is because 
the frequencies of the internal cavity modes shift depend- 
ing on the intensity of the laser light inside the diode 
chip. The gain of power amplification is about 10 at 5 
mW injection power, but the slave laser power saturates 
at around 110 mW above the injection power of ^^20 mW. 
It would be preferable to prepare another slave laser if 
one needs a laser power more than 100 mW. For exam- 
ple, if 30 mW of the master laser power is available for 
injection locking, two of the slave lasers would give a to- 
tal output power of 180 mW with an injection power of 
15 mW for each slave laser. 



IV. SR HOLLOW CATHODE LAMP 

The vapor pressure of Sr at room temperature is quite 
low, therefore heatpipe ovens pol | or atomic beams from 
ovens [3] or dispensers [2l| have widely been used for 
spectroscopy of Sr. Alternatively, a hollow cathode lamp 
(HCL) offers a siniple way of obtaining a Sr vapor suitable 
for spectroscopy [22|. 

We adopt a commercial see-through HCL (Hama- 
matsu L2783-38Ne-Sr) as a frequency reference of the 
Sr (5s^)^iS'o —7- (5s5p)^Pi transition (natural linewidth: 
32 MHz). The HCL is filled with a Ne buffer gas of 5-10 
Torr. The anode is ring-shaped, and the cathode, which 
contains Sr, has a length of about 20 mm and a bore 
diameter of 3 mm [see FiglJlJa)]. We need to apply a 
voltage of 190 V across the anode and the cathode for a 
discharge to start, while the discharge can be sustained 
at a voltage of about 160 V for discharge currents up to 
20 mA. Positive neon ions created in the discharge strike 
the inner surface of the cathode and sputter Sr atoms. 

Unlike the vapor cells, the spatial distribution of the 
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FIG. 3. (a) Setup for measuring the spatial distribution of Sr 
atoms in the hollow cathode, (b) Typical Doppler-broadened 
absorption spectrum of the Sr ^So ^Pi transition measured 
in the center of the hollow cathode. The solid line is a fit 
considering the three major isotopes of **Sr (82.58%), *^Sr 



(7.00%), and *"'Sr(9.86%). 



sample atoms (or ions) is not uniform inside the hollow 
cathode [l^. To determine the spatial distribution of 
neutral Sr atoms in the ground {{bs'^YSo) state inside the 
hollow cathode, we performed absorption spectroscopy 
on the {5s^ySo (5s5p)^Pi transition. A sketch of the 
setup is shown in FiglSJa). A probe laser beam, which 
was derived from the ECLD we described above, was 
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spatially filtered using a single mode fiber, sent through 
the hollow cathode, and detected by a photodiode. At 
the position of the hollow cathode, the probe beam had 
a 1/e^ waist of 0.13 mm and an intensity of about 20 
mW/cm^, which is below the saturation intensity of 42 
mW/cm^ 24]. The HCL was mounted on a translation 
stage which moves in the horizontal direction perpendic- 
ular to the probe beam. 

FigureElJb) shows a typical Doppler-broadened absorp- 
tion spectrum measured in the center of the hollow cath- 
ode with a discharge current of 20 mA. The vertical axis 
in the figure represents the optical density (OD) defined 
as OD = — ln(P/Po)i where P and Pq are the trans- 
mitted probe beam powers with the HCL on and off, 
respectively. From a fit assuming Gaussian (Maxwell- 
Boltzmann) distributions for the three major isotopes 
(®^Sr, *^Sr, and ^^Sr), the temperature of the Sr atoms 
inside the hollow cathode is estimated to be 530 K. We 
observed no discernible change in the width of the ab- 
sorption spectrum when we changed the distance of the 
probe beam from the cathode center, indicating that the 
temperature distribution of the Ne buffer gas is almost 
uniform inside the hollow cathode. 

The spatial variations of the OD for various discharge 
currents are shown in FigHJa). The OD significantly de- 
pends on the distance from the center of the cathode: at 
1400 fiui from the center (just near the wall of the cath- 
ode) it is about seven times larger than that in the center 
for 20 mA discharge current. This strong spatial varia- 
tion of the OD presumably comes from the extremely 
slow diffusion of the sputtered Sr atoms; the estimated 
mean free path of Sr atoms at 5-10 Torr of the Ne buffer 
gas is of the order of 10 /im, which is much shorter than 
the diameter of the bore (3 mm), so the sputtered Sr 
atoms spend most of their time in the vicinity of the 
cathode wall p5l |. 

The dependence of the OD on the discharge current 
exhibits nonlinear behavior as shown in Fig|4l[b) . A pos- 
sible origin of this nonlinearity is the increase in the sput- 
tering yield (the number of sputtered atoms per incident 
particle) with increasing discharge current 25] : as we in- 
crease the discharge current, the distributions of the pos- 
itive neon ions and electrons change such that the electric 
field near the cathode wall becomes stronger [26J, result- 
ing in the increase in the average kinetic energy of the 
incident positive neon ions and thereby in the increase in 
the sputtering yield. 



V. POLARIZATION SPECTROSCOPY OF SR 

Although frequency-modulation (FM) spectroscopy 
[27I I or wavelength-modulation (WM) spectroscopy [28] 
is a straightforward way of obtaining an error sig- 
nal for laser frequency stabilization, we choose instead 
modulation- free polarization spectroscopy (29| . which 
also provides a dispersive error signal, to make the whole 
laser system (including the electronics) even simpler. We 
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FIG. 4. (a) Spatial variations of the peak optical density 
of Sr in the hollow cathode for various discharge currents. 
(b)Dependence of the peak optical density of Sr on the dis- 
charge current at distances of 0, 500, 900, and 1400 /im from 
the center of the cathode. 

note that polarization spectroscopy has the additional 
merit that it offers a wide feedback bandwidth, enabling 
efficient laser linewidth reduction [30]. 

Polarization spectroscoy of Sr was firsr demonstrated 
on the 689-nm intercombination [(5s^)^S'n_-> (5s5p)'^Pi] 
transition in a hollow cathode discharge [3l|. As for the 
461-nm [(5s^)^S'o — >■ (5s5p)^Pi] transition, the only re- 
port we are aware of is Javaux at al. [13] , where polar- 
ization spectroscoy is performed not in a hollow cathode 
discharge but in a vapor cell equipped with a dispenser 
p. 

We performed polarization spectroscopy of Sr on the 
(5s^)"'^iS'o (5s5p)^Pi transition in a hollow cathode 
discharge with the setup illustrated in Fig (5] (a). A 
circularly-polarized (cr"*") pump beam and a linearly- 
polarized probe beam intersect with each other at an 
angle of 0.01 rad in the hollow cathode (we choose the 
quantization axis along the propagation direction of the 
probe beam). As depicted in FigjS] (b), the pump 
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FIG. 5. (a) Setup for polarization spectroscopy of Sr in a hollow cathode lamp. The balanced polarimeter consists of a balanced 
photodetector (BPD) and a polarizing beamsplitter (PBS), (b) Relevant energy diagram of Sr for the bosonic isotopes (with 
no hyperfine structure). The effect of the pump beam on the velocity distribution for each magnetic sublevel is illustrated. 



beam creates a hole and a bump in the velocity distribu- 
tions of the atoms in the ^Sq, mj = and ^Pi, raj = +1 
state, respectively (we assume here that the Sr atoms 
are bosons, such as ^^Sr, and have no nuclear spin and 
hence no hyperfine structure). As a result, the probe 
beam, while passing through the hollow cathode, experi- 
ences circular birefringence and the polarization axis of 
the probe beam rotates. This rotation of the polarization 
axis is monitored by a balanced polarimeter composed of 
a polarizing beamsplitter and a balanced (differential) 
photodetector. A halfwave plate is placed in front of 
the balanced polarimeter and its angle is adjusted such 
that the balanced polarimeter gives no signal without the 
pump beam (ssj . 

On the assumption that the effect of velocity-changing 
collisions (VCCs) [s^ is negligible, the signal obtained by 
the balanced polarimeter is derived from the Kramers- 
Kronig dispersion relation as (see Appendix) 



A/ 



-2A/„ 



1 



(2) 



where x — 2{u) — ujq) /T is a normalized probe detun- 
ing from resonant frequency wq, T is the (power- and 
collision-broadened) homogeneous linewidth (FWHM) of 
the transition, and 
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-AOD, 



(3) 



is the maximum amplitude of the signal, where It is 
the signal corresponding to the transmitted probe laser 
power and AODmax is the change of the peak OD due to 
the pump beam (i.e., the depth of the Lamb-dip in terms 
of the OD). 

Figure Ufa) shows typical signals obtained by the bal- 
anced polarimeter with pump and probe beam powers 
(intensities) of 2.0 mW (16 W/cm^) and 0.15 mW (1 
W/cm^), respectively. The 1/e^ radius of both the pump 
and probe beam was 90 /im and the position of the HCL 
was adjusted so that the OD for the probe beam be- 
came ~1. The signals labeled Ia and —Ib in FiglSKa) 
were obtained with one of the balanced photodetector 
inputs being blocked, while the dispersive signal labeled 
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FIG. 6. (a)Typical signals obtained by the balanced polarime- 
ter. The signals labeled Ia and —Ib are obtained when one 
of the balanced photodetector inputs is blocked. The signal 
labeled A/ = Ia — Ib corresponds to a polarization spec- 
trum expressed by Eq.((2}. (b)Polarization spectra for various 
pump beam powers. 



A/ = Ia~ Ib, which corresponds to a polarization spec- 
trum expressed by Eq.([5]), was obtained with both of 
the balanced photodetector inputs unblocked. The signal 
corresponding to the transmitted probe power is given by 
It = Ia + Ib, which is needed to compare the observed 
spectrum with Eq.(I31). 

Here, we compare the maximum amplitude of the ob- 
served polarization spectrum in FiglS^a) with the value 



6 




probe detuning (GHz) 



FIG. 7. (a) Saturated-absorption spectrum on the Sr ^So — >■ 
'^Pi transition and (b) its derivative obtained by wavelength- 
modulation spectroscopy. The time constant of the lock-in 
amplifier was 10 ms and the sweep rate of the laser frequency 
was 500 MHz/s 



calculated by Eq.Q quantitatively. From the observed 
depth of the Lamb-dip (AOD,„ax ^ 0.4) and the signal 
corresponging to the transmitted probe power [It 0.1 
V), the maximum amplitude A/max is calculated from 
Eq.dS]) to be 0.007 V, whereas the observed value of 
A/max in Figinija) is 0.012 V. This discrepancy is pre- 
sumably due to the presence of VCCs and/or the fact 
that the probe beam intensity is larger than the satura- 
tion intensity and the Kramers-Kronig dispersion relation 
cannot be strictly applied. 

Figure IH^b) shows the polarization spectra for various 
pump beam powers with the probe beam power kept at 
0.15 mW. Both the width and amplitude of the disper- 
sion curve increase with increasing pump beam power. 
For weak pump beam powers below 0.2 mW, we can no- 
tice that the dispersion curve becomes asymmetric due 
to the contributions from ^^Sr and ^^Sr, as has been re- 
ported in Ref ■ [32| . The quantitative explanation of the 
dependences of the width and the height of the disper- 
sion curve on the pump beam power requires detailed 
knowledge on the collisional properties of Sr and Ne, and 
is beyond the scope of this paper. A detailed study on 
polarization spectroscopy of Sr in the hollow cathode dis- 
charge will be reported elsewhere. 

We also demonstrated Doppler-free WM spectroscopy 
of Sr using a HCL. The wavelength of the 461-nm light 
from the ECLD can be modulated just by modulating 
the current of the laser diode. This makes a marked con- 
trast with the case of SHG using an enhancement cavity 
EMI, where the fundamental light cannot not be wave- 
length modulated for the cavity to keep resonance with 
the fundamental light. 

For Doppler-free WM spectroscopy we used the same 
setup for polarization spectroscopy [FigjSJa)] with the 
modification that the balanced polarimeter was replaced 



with a single photodetector. The powers (intensities) of 
the pump and probe beam were 3.0 mW (24 W/cm^) 
and 25 /iW (200 mW/cm^), respectively. The laser fre- 
quency was modulated at 7 kHz with an amplitude of 25 
MHz by modulating the laser diode current. The result- 
ing modulation in the probe beam power was detected by 
the photodetector and fed to a lock-in amplifier. Figure[7] 
(a) and (b) show a saturated-absorption (SA) spectrum 
and its derivative (WM spectrum) obtained by the lock-in 
amplifier, respectively. We can notice that a sharp dis- 
persion curve, whose width is determined by the homo- 
geneous width, is embedded in a broad dispersion curve 
originating from the Doppler profile of the SA spectrum. 

The suitability of polarization spectroscopy for laser 
frequency stabilization is apparent if we compare the sig- 
nal obtained by polarization spectroscopy [FiglSl^b)] with 
that obtained by WM spectroscopy [FigjTl^b)]. The lat- 
ter has two extra zero-crossing points close to the reso- 
nance frequency, which narrow the locking range of the 
laser. The former, on the other hand, has no such extra 
zero-crossing point and is ideal for robust laser frequency 
stabilization. 



VI. CONCLUSION 

We have developed a simple and compact laser system 
at 461 nm which does not rely on SHG. An external cav- 
ity laser diode using an AR-coated blue laser diode, which 
has recently been commercially available, delivers an out- 
put power of 40 mW. Injection locking allows us to am- 
plify the power up to 110 mW, which is sufficient for laser 
cooling of Sr on the (bs^YSQ — )■ (5s5p)^Pi transition. We 
adopted a hollow cathode lamp for spectroscopy of Sr and 
observed a strong spatial variation of the optical density 
of Sr atoms inside the hollow cathode, which is of ob- 
vious importance in performing spectroscopy of Sr with 
good signal-to-noise ratios. We performed modulation- 
free polarization spectroscopy of Sr in a hollow cathode 
lamp, obtaining a dispersion signal suitable for a robust 
frequency locking. The simplification of the laser system 
at 461 nm achieved in this work would greatly facilitate 
various Sr laser cooling experiments including the con- 
struction of a portable optical lattice clock. 



Appendix: polarization signal obtained by the 
balanced polarimeter 

In Doppler-free polarization spectroscopy of bosonic Sr 
(with no hyperfine structure) , the pump beam creates 
a hole and a bump in the velocity distribution of atoms 
in the ^So,mj — and ^Pi,mj = -1-1 state, respectively 
[Figl5](b)]. As a result, the cr+ and components of the 
probe beam experience different absorption coefficients, 
a"*" and a", and different refractive indices, n"*" and n~, 
while passing through the hollow cathode. The difference 
of the refractive index An = — n~ is related to the 
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rotation angle A6 of the probe-beam polarization axis by 
A6 = Anfco//2, where fcg is the wave number of the probe 
beam in vacuum and I is the length of the hollow cathode 
(we assume that the density profile of Sr atoms in the 
hollow cathode is uniform along the axial direction). The 
rotation angle Ad is converted to the electronic signal AI 
by the balanced polarimeter with the relation [33|] 



AI = 2/0 c^v{-al)Ae, 



(A.l) 



where Iq is the signal corresponding to the initial probe 
beam power, a — (0;+ + or) 12 is the averaged probe- 
beam absorption coefficient. In the following, we as- 
sume Aa = af^ — a~ ^ a and use the approximation 
/oexp(— aZ) w /y, where It is the signal corresponding 
to the transmitted probe laser power. 

The difference of the refractive index An = n+ — nT 
and that of the absorption coefficient Aa — — oT are 
functions of the probe laser frequency a; and obey the 
Kramcrs-Kronig dispersion relation 1291 1 : 



An 



2fco 



-Aax 



1 A ^ 
Aofn 

2fco 1 + a 



(A.2) 



geneous width F and the maximum amplitude 



A/„ 



It 



Aaol. 



(A.4) 



It is useful to express Aaol in Eq. (jA.4p as Aaal — 
- AOD^,,, where AOD+,, (AOD„,J is the 
change of the peak OD due to the pump beam for the 
cr+ component of the probe beam. The a~ compo- 
nent of the probe beam does not interact with the atoms 
in the ^Pi,mj = -fl state, while the ct"*" component of 
the probe beam interacts with the atoms both in the 
^Pi,mj — +1 and ^So,mj = state. If we ignore the ef- 
fect of velocity-changing collisions, the depth of the dip in 
the velocity distribution of the atoms in the ^Sq, nij = 
state and the height of the bump in the velocity distribu- 
tion of the atoms in the ^Pi,mj — +1 state are equal (see 
FiglEb)) and the relation AOD+a^ = 2A0D:^^^^ holds. 
Equation (jA.4[) can then be rewritten as 



A/^a, = y AOD+,, = ^-f 



aod: 



(A.5) 



As long as the approximation Ioexp{—al) « It holds, 
the change of the peak OD due to the pump beam (i.e., 
the depth of the Lamb-dip in terms of the OD) is given by 
AOD,,,, = (AOD+,, + A0D-_)/2 = (3/4)AOD+,,. 
Then, Eq. dA.Sp can also be expressed as 



where x = 2(a; — CLio)/r is a normalized probe detun- 
ing from resonant frequency wq, T is the (power- and 
collision-broadened) homogeneous linewidth (FWHM) of 
the transition, and the Aao is the peak value of Aa at 
a; = 0. The signal at the balanced polarimeter is then 
expressed as 



AI = 2ItA6 = -^Aaol-^, (A.3) 
2 1 + 



which tells us that the signal obtained by polarization 
spectroscopy exhibits a dispersion profile with the homo- 



A/„,ax = ^AOD 
6 



(A.' 



The above expression is quite useful because both It and 
AODniax are easily measured experimentally. 
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